Use of non-aqueous solvents in glassware calibrated to deliver water.
The quantity of non-aqueous solvent delivered by a transfer pipette calibrated to deliver water was investigated. With the solvents tested the volume delivered was within 2 parts per thousand of the volume of water delivered, and this difference was less than the permitted tolerance for the pipette.